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Intended use
Straps Mod 600 IC is intended for use in the following environments: Health care, Intensive care, Emergency ward, Rehabilitation, 
Habilitation and Home healthcare environment.

Straps Mod 600 IC is used for lifting and transferring patients in a horizontal position. The Straps Mod 600 IC is a set of 8 straps. These 
straps can be placed under the patient without having to turn or roll the patient. 
Only use the Straps Mod 600 IC with the LikoStretch mod 600 IC (Prod. No. 3156065B) and Siderails 600 (Prod. No. 3166506). For 
instructions on how to lift a patient, refer to the IFU for LikoStretch mod 600 IC. 

Maximum Load 
Each part on an assembled lift system has a unique maximum load rating. The parts of an assembled lift system include the rail, lift, 
sling bar, sling and any other items. The maximum load rating of the total lift system is always the lowest rating of any single part.  
As a set, the Straps mod 600 IC have a maximum load of 250 kg (550 lbs). This maximum load applies whether 6, 7, or 8 straps are used.

In this document, the person being lifted is referred to as the patient and the person helping is referred to as the caregiver.

Safety Information
	 Before lifting, keep the following points in mind:

•	 A responsible person within your organization should decide on a case-by-case basis whether one or more caregivers  
are needed.

•	 Plan the lifting operation so that it can be done as safely and smoothly as possible.
•	 Make sure that the wheels on the wheelchair, bed, gurney, etc., are locked during the lifting/transfer operation.
•	 Always work ergonomically. Use the patient’s ability to actively participate in the operations.

  Make sure that the patient and caregiver stay clear of pinch points and moving parts during a lifting event. Injury could occur.
  �Evaluate patients for entrapment risk and monitor patients appropriately. Make sure that the patient’s head and limbs are not in or 

between sling loops during lifting event. Failure to do either of these could cause serious injury or death.

  Do not operate, store, or transport the sling in the vicinity of pets, pests, or unattended children!

  Incorrect attachment of the straps to the stretcher may cause severe injury to the patient.

  Manually turning the patient in bed may cause injuries to the caregiver.

  Never leave a patient unattended during a lifting situation!

  Never leave children unattended in the vicinity of the sling!

  Do not store the sling where it will be exposed to direct sunlight, or heat sources, such as a radiator, fireplace, or stove/oven!

     Medical Device Class I Product

Product Change
Liko products undergo continuous development. Liko reserves the right to make product changes without prior notice. Contact your 
Hillrom representative for advice and information about product upgrades. 
Design and Quality by Liko in Sweden
The management system for both manufacturing and development of the product is certified in accordance with ISO9001 and its 
equivalent for the medical device industry, ISO13485. The management system is also certified in accordance with the environmental 
standard ISO14001.

Notice to Users and/or Patients in EU
Any serious incident that has occurred in relation to the device, should be reported to the manufacturer and the competent 
authority of the Member State in which the user and/or patient is established.

          IMPORTANT!

Lifting and transferring a patient always involves a certain level of risk. Read the instructions for use for both the patient 
lift and lifting accessories before use. It is important to completely understand the contents of the instructions for use. 
The equipment should only be used by a trained caregiver. To be trained, a caregiver needs to read and understand the 
Instructions for Use. Ensure that the lifting accessories are suitable for the lift used. Exercise care and caution during use. 
As a caregiver, you are always responsible for the patient’s safety. You must be aware of the patient’s ability to make it 
through the lifting situation. If something is unclear, contact the manufacturer or supplier. 
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Symbol Description
These symbols may be found in this document and/or on the product.

Symbol Description Symbol Description

 
Warning; this situation requires extra care and attention. This symbol is a yellow triangle with a black 
border, and a black exclamation mark at the center.

Recyclable

Read instructions for use before use. This symbol is a blue circle with a white image of a person 
reading a book.

Read instructions for use before use Caution! consult instructions for use.

CE-mark. European Union medical device conformity mark, Class I Medical Device. 

Swiss authorized representative

Legal manufacturer Date of manufacture

Product Identifier Medical device

Serial Number Unique device identification

Do not dry clean Line drying in shade

Do not iron Do not bleach

Tumble drying Do not wash

Do not tumble dry

Washing
Symbol is always in combination with recommended temperature in °C and °F.

Latex Free

Periodic inspection

Do not use product. 
(Only on Solo products, and only 
visible after wash when use is 
prohibited)

Patient name

Single patient use (only on Solo products)

Facing Out
Direction upwards and symbol on 
outside of equipment. Facing Out Symbol on outside of equipment.

(01)  0100887761997127
(11)  YYMMDD
(21)  012345678910

GS1 Data Matrix Barcode that may contain following information.
(01) Global Trade Item Number
(11) Production Date
(21) Serial Number



Liko AB 
Nedre vägen 100
975 92 Luleå, Sweden
+46 (0)920 474700

www.hillrom.com

Liko AB is a subsidiary of Hill-Rom Holdings Inc.

Check the product before each use. Check the following points with regard to wear and damage:
• 	Fabric
• 	Seams

 Do not use damaged lifting accessories.  
If anything is unclear, please contact the manufacturer or supplier.

Washing and Disinfection Instructions: 
Please see the product label and the attached appendix ”Care and Maintenance of Liko Slings”.

Material: 
Straps are made of Polyester.

Periodic Inspection
Inspect the Straps Mod 600 IC at least once every 6 months. Inspect them more frequently if they are used or washed more often than 
normal. For protocols please contact your Hillrom representative.

Expected Life Time
The product has an expected life time of 3 years with normal use. Expected lifetime varies depending on the fabric, use frequency, 
washing procedure, and weight carried. Hillrom recommends the product be used only during its expected life time.

 Recycling Instructions
The Straps should be sorted as Combustible waste.
Hillrom evaluates and provides guidance to its users on the safe handling and disposal of its devices to aid in the prevention of injury, 
including, but not limited to: cuts, punctures of the skin, abrasions, and any required cleaning and disinfection of the medical device 
after use and prior to its disposal. Customers should adhere to all federal, state, regional, and/or local laws and regulations as it pertains 
to the safe disposal of medical devices and accessories. 
If in doubt, the user of the device shall first contact Hillrom Technical Support for guidance on safe disposal protocols.

Care and Inspection

Dimensions

A

B

A: Strap length
B: Strap width

Size Measurements in Centimeters

SIZE A B Maximum 
Load (kg) Prod. No.

Standard 140 7 250 3684001

Size Measurements in Inches

SIZE A B Maximum 
Load (lbs) Prod. No.

Standard 55 3 550 3684001

Overview LIKO Straps Mod 600 IC, 8 pcs

Name Prod. No. Material Length Width Max. Load

Straps Mod 600 IC, 8 pcs 3684001 Polyester 140 cm (55 in) 7 cm (3 in) 250 kg (550 lbs)

Hillrom and Liko are trademarks of Baxter International Inc. or its subsidiaries.


