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PN 2084054 WaffleGrip® Bracket Set  
For use with PN 2083515 WaffleGrip® Disposables  
for Warming Pad 

READ ALL INSTRUCTIONS BEFORE USE 
(Text on Second Page) 

 

Each Kit Contains 

1 Left-side Bracket 

1 Right-side Bracket 

1 Allen Wrench 
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Instructions for Use 

1. Place the first page of the IFU on the Operating Table Pad in its designated position for reference (Page 1).  

2. Identify the A and B sides of the PadLock Securement Brackets and the Allen wrench. 

• Inspect the diagrams on each Bracket to determine which side of the OR table to place each Bracket. 

• Use the perineal cutout illustrations as reference points. 

3. i. Align mushroom buttons (A and B) with the perineal cutout. Each lettered mushroom button should be aligned 
with the lettered mushroom button on the opposite side.  
ii. Slide each Bracket onto the siderail standoffs on its correct side (see the image on each Bracket to determine the 
proper side of the OR table for placement).  

• Slide Brackets onto the standoffs close to the OR table to prevent obstructing other items on the siderail. 

• The mushroom buttons on the Brackets should be facing AWAY from the OR Table. 

4. Tighten the set screws until seated   
using the Allen wrench provided.  

 
 
 
 
 
 

5.  

5. Before placing patient on the WaffleGrip, raise the foot-end/perineal end of the table to confirm that the Brackets 
are properly positioned. 

6. Leave the Brackets in place for future use with WaffleGrip. 

7. Wipe clean as needed. 

8. Retain instructions for use. 

Manufactured by: 

Augustine Temperature Management, LLC 
15305 Minnetonka Blvd  
Minnetonka, MN 55345 USA 
 

Distributed by: 

Hill-Rom Company, Inc. 

4279 U Crosspoint Drive 

Ladson, SC 29456 USA

 

Tech Support: 

Phone: 800-445-3720 Option 2 

Email: technical.support@hillrom.com 

General Questions or Re-ordering: 

Phone: 800-433-5774 Option 1 

Email: orderssurgical@hillrom.com 

 

Definition of Product Symbols 

 

Attention Consult 
Accompanying 
documents  

Unique Device Identifier 
 

See IFU for Warnings 
and Precautions 

 
Lot Number 

 
Reference Number 

 
Manufacturer Location 

 
Non-Sterile 

 
Latex Free 

 
Manufacture Date 

 

Indicates the entity 
distributing the medical 
device into the locale 
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